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Foreword

Congratulations on your purchase from Multi Radiance Medical!

This manual is written for owners and operators and contains general instructions 
for operation along with warnings, precautionary practices and maintenance 
requirements. In order to maximize the use, efficiency and life of your device, 
please read this manual thoroughly prior to operation. This manual should be kept 
and referenced during the full service life of the device.

It is important to emphasize that treatment does not exclude other conventional 
medical treatment. 

Thank you for your continual interest and support of Multi Radiance Medical.
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Technical Specifications

Laser Peak Power:  15,000 mW

Wavelength of:  Infrared Laser Radiation: 905 nm 
 Infrared radiation: 875 nm 
 RED radiation: 640 nm

Power Source:  Medical Grade Switching Power Adapter (supplied)  
 Input: 100-240 V 50/60Hz 0.4 A
 
Class II Equipment Applied Part Type BF 
Laser Class IM (IEC 60825-1)
Supply Ratings:  13.0 V dc; max. 1.3 A
Mode of Operation:  Continuous Operation

*Equipment is not suitable for use in the presence of a flammable  
  anaesthetic mixture of air or with oxygen or nitrous oxide.

Operating Environment: 10�C to 40�C (50�F to 104�F) 
 700-1060 hPa

Storage Environment: -20�C to 50�C (-4�F to 122�F) 
 700-1060 hPa

Humidity:  15-95% RH

Dimensions:  14 cm x 5 cm x 5 cm

Weight:  300 g
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Product Description and Standard Package Contents 

Product Description

The iCure Laser offers a combination of infrared laser therapy. The device features Infrared Laser 
Diodes, Red LEDs and Infrared Emitting Diodes for the delivery of Laser and Light therapy. The 
iCure Laser is a non-invasive device that provides temporary relief of muscle and joint pain, 
arthritis, muscles spasms, and muscle stiffness.

Standard Package Contents

The following contents are included:

Order/Part Classification:  Item:
300-120ISR  iCure Laser Emitter with Rechargeable Battery
300-100PA  iCure Main Power Adapter
999-500   Protective Infrared Goggles
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iCure Laser
Multi Radiance Medical

Made in Israel

Class 1M laser products
300-120ISR
M8888

88SL8888.88
mm/yyyy

6521 Davis Industrial Pkwy, Solon, OH  44139 USA
Rating:

13.0V , 1.3A

1. Manufacturer
2. Type BF applied part 
3. Attention, see instructions for use
4. Catalog number
5. Serial number
6. Lot number
7. Manufacture date

5

1

2

3
4 6 7

Product Label
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Warnings and Precautions

Before using the Multi Radiance Laser device, the operator should become acquainted 
with the operating procedures, as well as the indications, contraindications, warnings and 
precautions. Consult other resources for additional information regarding the benefi ts, 
limitations and Multi Radiance therapy. It is important to keep this guide handy and it 
should be studied and reviewed periodically by users.

    Warnings

Do not look directly at the light source. Direct or refl ected radiation should be prevented 
from entering the eyes. Use only supplied protective eyewear.

• The device may cause malfunction if used in the vicinity of a pacemaker.
• During treatment, avoid direct exposure of the treated area to other intense light 

sources such as a UV Sun Lamp.
• Do not exceed the treatment duration and frequency recommended in the 

operating instructions.
• Do not allow the unit to contact broken skin. The device is not sterile and may 

cause infection.
• Keep the device away from children.
• Do not use around water. Contact with water could cause electric shock.
• For external use only.
• Don’t use fl ammable materials near the device.

    Precautions

• Should only be maintained and serviced by Multi Radiance Medical personnel or 
other qualifi ed personnel approved in writing by Multi Radiance Medical.

• Do not drop and protect the device against mechanical damage.
• Use of controls, adjustments, performance or procedures other than those specifi ed 

in this manual may result in less effective outcomes.
• Use this device only as directed. 
• Keep clean, far from an open fl ame and other heat sources. 
• Do not position device to make it diffi cult to disconnect device
• Do not disconnect by pulling the cord itself. 
• Do not use if the device is damaged in any way
• Do not use if the device is exposed to excessive moisture or becomes wet.
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Indications and Contraindications 

Indications for Use

In the United States, Multi Radiance Medical devices are cleared by the Food and
Drug Administration (FDA) for the following indication of use:
• Temporary relief of minor muscle pain
• Temporary relief of joint pain
• Temporary relief of arthritis
• Temporary relief of muscle spasm
• Relieving stiffness and promoting relaxation of muscle tissue
• Temporarily increasing local blood circulation where heat is indicated

 Contraindications

Do not treat:

1. Directly into the eyes
2. Pregnancy
3. Carcinoma
4. Fever (body temperature higher than 100.4°F/38°C)
5. Over hemorrhages
6. In the vicinity of a pacemaker
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Primary and Secondary Considerations

Considerations should not be confused with contraindications. Through years of 
research, clinical experience and anecdotal evidence, a number of factors have been 
shown to affect the outcomes of Multi Radiance therapy. However this does not 
indicate a true contraindication for Multi Radiance therapy’s use. 

Research shows that the use of anti-inflammatory medications, both oral and inject-
able, block the effect of Multi Radiance Medical therapy.

Contraindications are clearly defined as being adverse or to produce ill effects within 
the patient. These considerations have not been shown in published research to 
exist. Again, what we list are not contraindications per se, nor are they considered 
harmful, but the clinician should take them into account before prescribing Multi 
Radiance therapy. 

Primary Considerations

• Oral anti-inflammatory medications 
• Over recent steroid injections (1-2 weeks post) 
• Botox injection sites 
• Photosensitive patients 

The Secondary Considerations category describes various techniques that should be 
applied when working with particular patient conditions. The use of Multi Radiance 
therapy will have better outcomes if the following considerations are taken into    
account before initiating treatment at these sites. 

Secondary Considerations

Wounds: Make sure wounds are completely cleaned of any topical applications and 
debrided prior to treatment 

• Anticoagulants: Do not use direct contact methods 
• Chronic musculoskeletal localized inflammation: Patients with chronic 

condition that are treated with Multi Radiance Laser may react negatively 
initially. 

• Treatments should be kept relatively short. 



©2016 Multi Radiance Medical®. All rights reserved.©2016 Multi Radiance Medical®. All rights reserved.
         

98 

Initial Set-up Instructions

1. Remove the iCure from its packaging and inspect for physical damage that may 
have occurred during shipment. 

2. If damage has occurred, notify your distributor immediately. 
3. Plug the AC power adapter into a standard wall outlet and attach the iCure to 

the power cord. 
4. Charge the iCure for a minimum of 24 hours before initial use. 
5. Be sure to locate all items listed on page 3 in your carry case or shipping carton.
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Orientation

1. Adapter Connection
2. START/STOP Button
3. Mode Button
4. Treatment Program Indicators: 1, 2, 3
5. Battery Indicator
6. Treatment Indicator
7. Emitter Aperture
8. Magnetic Field
9. Label
10. Emitter Body
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Operating Instructions & Pre-Programmed Mode Buttons

©2016 Multi Radiance Medical®. All rights reserved.10 

Program 1    2 3

Effect

Type

Depth

Power

Comments

Joint Pain

Stimulatory

Deep

Low

Chronic pain, temporary
relief of minor muscle
and joint pain, arthritis

and muscle spasm
- deep pain

Tendon Pain

Stimulatory

Medium

Medium

Acute pain, temporary
relief of minor muscle
and joint pain, arthritis

and muscle spasm.
- shallow pain

Reduce Pain

Inhibitory

Superficial

High

General pain, relax-
ation of muscle tissue,
temporary increase of
local blood circulation,

relief of stiffness

1. Disconnect the iCure from the AC power adapter. 
2. Turn on the iCure by pressing and holding the START/STOP button (1 sec). You will hear 
two beeps and depending on the configuration of the green LED indicators the iCure may be 
ready to perform a Self-Test or ready for Normal Use. See section 3 for Self-Test or section 4 for 
Normal Use
3. Self-Test
    • Four constantly on green LED indicators means the iCure is ready for a self-test to 
       ensure proper operation. The four green LED indicators are the Treatment and Program  
       Indicators (1, 2, 3). Please note the Self-Test must be performed before the iCure can be 
       used.

To administer the Self-Test perform the following steps.
    • Place device’s aperture over the palm of your hand and press START/STOP button to begin 
       test. Note: A built-in safety feature will prevent the device from operating without the 
       emitter aperture being placed fully on the skin. 
    • If self-test is successful two green indicator lights will stay illuminated 
       (Treatment and Program 1) and device is ready to work.
    • If all three mode indicator lights blink and you hear a beeping from the device, it means 
       that self-test is failed. Press the START/STOP button once to clear the alarm. Self-test 
       procedure may be repeated making sure that emitters aperture being placed fully on the 
       skin. If self-test continues to fail, contact the manufacturer. 
4. Normal Use
    • The Program 1 green LED indicator will constantly be on.
    • Use the Mode button to select between the three Program Modes. 
    • Place and hold the iCure with the light aperture against the area to be treated. Be sure      
       to hold the emitter flat against the skin for the duration of the treatment. 
    • Push the START/STOP button to begin the treatment session. The Treatment indicator light 
       will start flashing. 
    • At the conclusion of the treatment, the treatment indicator light will stop flashing and a 
       short beep is heard. Select another program via the Mode button, 
       or push the START/STOP button to repeat the treatment. 
    • To stop a treatment at any time, push the START/STOP button. 
    • To power off the iCure, press and hold the START/STOP button 
       for 3 seconds, the device will then beep and power off.
    • If device is not being used, it will switch itself off after 
      1 minute of inactivity to preserve battery charge. 
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Methods of Providing Treatment and Troubleshooting

Methods of Providing Treatment

1. Where possible, treatment should be provided on bare skin.
2. In general, the emitter should simply be held in the place where the pain or 

discomfort is being felt.
3. In cases where the area of treatment is more general, the emitter may be 

moved (scanned) around the painful area.

Treatment can be provided over clothing or over wound dressing. Where possible, 
clothing should be removed or kept to a minimum, as this can reduce the ability of 
the laser to penetrate, as well as altering the distance between the emitter and the 
area being treated, which will change the penetration depth.

Troubleshooting

Fault Possible cause Corrective measures 

Press START/STOP button to 
reset the device. If this does 
not work, the device must be 
repaired.

The iCure has failed its self 
test.

All 3 program 
indicators are 
blinking.

Charge the battery if after 
the battery charging the 
battery indicator is not green 
then the device must be 
repaired.

The battery is discharged or 
there is a faulty START/STOP 
button or the device has 
failed.

Batter indicator
is red.
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User Maintenance

The user may remove dirt and dust by wiping the device clean using  disinfecting 
wipes (e.g. Clorox Wipes®). Use only a soft dry cloth to clean the body of the device (if 
necessary). Never use an abrasive cleanser or submerge the device in water or any other 
liquid. The Multi Radiance Laser device cannot be sterilized by any liquid or autoclave 
method.

Cleaning should only be done after making sure that the device is not plugged in. Do not 
allow the device to become wet. The user should ensure that the component is dry prior 
to use. If the device becomes wet,  please wait to use until dry. Otherwise, please contact 
the manufacturer.

Do not expose the device to extreme temperatures, humidity, or direct sunlight. The 
device may not operate properly if it is exposed to extreme conditions. See the Technical 
Specifi cations section for operational and storage conditions.

Ongoing Maintenance

The Multi Radiance Laser device should be checked regularly to determine that it 
functions normally.  The radiant surface should be checked quickly before each use to 
ensure that it is not cracked and does not contain any foreign material, grease or cream.

Technical Maintenance

No attempt should be made to disassemble the device. Only authorized personnel should 
complete maintenance and repairs. The manufacturer will not be held responsible for the 
results of maintenance or repairs by unauthorized persons.

  Warning: No modifi cation of this equipment is allowed

Multi Radiance Medical products should not be disposed 
of with general household waste. Please dispose of 
according to local regulations.
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Warranty Certificate and Guarantee Statement

The product you have purchased is under warranty by Multi Radiance Medical against 
defects in materials or workmanship for 24 months from date of purchase. If this product 
is determined to be defective, Multi Radiance Medical will repair or replace it, at its 
option, at no charge during the warranty period.

After the warranty period, the user must pay for all parts and labor charges. If product is 
repaired or replaced, either within or outside the warranty period, Multi Radiance Medical 
reserves the right to provide equivalent parts in different colors to your original product.
This warranty does not cover damages caused by the acts of God, misuse, negligence,
accident, modifi cation of, or to any part of the product. This warranty does not cover 
damage due to improper operation or maintenance, connection to improper voltage 
supply, or attempted repair by anyone other than authorized Multi Radiance Medical 
personnel. This warranty is void if product is tampered with.

To obtain warranty service, customer must contact us at 1-800-373-0955 to obtain a 
return authorization number. Packages without return authorization will be refused. 
Customer must deliver the product freight prepaid, in either its original packaging or 
packaging affording an equal degree of protection, together with customer name, 
address and return authorization number to:

c/o Multi Radiance Medical Inc.
6521 Davis Industrial Parkway
Solon, OH 44139 USA
Toll Free: 1-800-373-0955
ph. +1-440-542-0761
Fax +1-440-542-0765

Limitation of Liability; Indemnity: Except as expressly set forth above, Multi Radiance 
Medical shall not be liable for any special, indirect, or consequential damages that are 
directly or indirectly related to the use of, or the inability to use, the device even if Multi 
Radiance Medical has been advised of the possibility of such damages whether in an 
action of contract, negligence or other tortuous action. Some states do not allow the 
exclusion or limitation of incidental or consequential damages, so the above limitation 
exclusion may not apply to you. Manufacturer’s liability shall not exceed the purchase 
price or $250, whichever is greater.

Governing Law: The usage of the Multi Radiance device and the interpretation of its 
terms shall be governed and construed in accordance with the laws of the State of Ohio, 
applicable to agreements negotiated, executed and performed wholly and solely within 
the State of Ohio.

The parties agree that the State of Ohio confl icts of laws rules shall not apply to this 
Agreement or any transaction performed by or under this Agreement. Jurisdiction and 
Venue: The parties irrevocably submit and consent to the sole and exclusive jurisdiction 
and venue of the Ohio State courts in and for Cuyahoga County, Ohio, USA. The parties 
agree not to raise the defense of forum non-conveniens.
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